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Electrochemistry studies and ECL measurements.
Cyclic voltammetry (CV) and electrochemical impedance spectroscopy were performed using a CH Instruments Model 660 electrochemical analyzer (Austin, TX, USA) equipped with a conventional three-electrode electrochemical cell. A working electrode (BDD electrode or BDD nanograss array), a platinum wire auxiliary electrode, and a Ag/AgCl (3 M KCl) reference electrode were used. The geometric surface area of the working electrode was 0.33 cm 2 . All potentials were measured versus the Ag/AgCl reference at room temperature.
The electrochemical impedance spectra were obtained at an amplitude of 10 mV (rms) in the frequency range from 0.5 Hz to 100 kHz. The impedance data were fitted to an appropriate equivalent circuit by using Zsimpwin 3.0 software (Echem Software). The ECL intensity and the CV curves were measured using CHI 660 combined with a photomultiplier tube (PMT, The ac amplitude of 10 mV was applied. 
